MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY

BREATH ALGOHOL PROGRAM

DATAMASTER MAINTENANCE REPORT [RECEJVED o

By Carol Day at 5:42 am

Complete this report al the time of the regutar monihly preventive maintenance check {not to exceed 35 days).
Complete this report whenever the Instrument is serviced or repaired and whenever it is placed Into service.
Retain the original and send a copy within 15 days to the Breath Alcahol Program, DHSS,

DATAMASTER SN NAME OF AGENCY DATE OF INSPEGTION
950124 Kirksvifle Police Department 01/18/2015

LOCATION OF INSTRUMENT (STREET AND CITY) TiME OF INSPECTION
119 E McPherson, Kirksville, MO, 63501 4,32 am

CHECKLIST: Place a mark in the box by each item if found to be salisfactory or if operating within establishad limits. (Write In observed values
where delermined.} Unmarked ems must be corrected before using instrurnent.

71 DIAGNOSTIC CHECK (PRINTOUT ATTACHED) DATE AND TIME (from printout} 01/19/2015 04:32 hours
1 computeR DETECTOR |
[¥] prOGRAM 1 FiLTERS
[7] HEATERS SAMPLE GHAMBER 49°C Y] QuarTZ sTANDARD
/] FLow DETECTOR /] CALIBRATION
PUMP HIGH SPEED /] PRINTER

INDICATOR LIGHTS

/1 sIMULATOR sOLUTION SUPPLIER Guth Labs LOT # 14200 exp. DATE 08/05/2016

EXP. DATE 1172412015

/] SIMULATOR TEMP {34°C +0.2°C) 34.0 °C SIMULATOR SN SD2271
[¥] CALIBRATION CHECK - {ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run three lests using a standard solution. All three tests must be within 35% of the standard value and must have a spread of .005 or
tess. Mark the box corresponding to the standard solulion being used. (PRINTOUT ATTACHED)

@ 0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE
D 0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
D 0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST 1 = 101 TEST2% 402 TEST3 & 102

/] PERFORM R.F.l. TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
{DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 0 |(0-04) 0 {.05-.00) 1 {.10-.14) 1 (.15-.19) 1 OVER .19 O

LIST ANY NEW PARTS AND DESCRIBE ANY ALTERATION OR MODIFICATION THAT WAS MADE TO RESTORE THE INSTRUMENT TO OPERATE SATISFACTORILY AND WITHIN ESTABLISHED LIMITS
{USE OYHER SIDE IF HECESSARY).

INSPECTING

NT NAME

SIGNATURE T )

ﬁ . 6 P s Juan B Chairez

WPé/il PERMIT HUMBER/EXPIRATION DATE TELEPHONE NUMBER

240405 11/20/2016 (660) 785-6945

RETURN COMPLETED REFORT TO THE: Breath Alcohol Program, MO Department of Heallh and Senior Services, Southeast District Office

2875 James Blvd.
Poplar Blutf, MO 63801
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To: Missouri Department of Health and Senior Services, Breath Alcoho! Lab

0On 1-24-2015, |, Ofc. Juan Chairez, observed a clerical error on the Datamaster Maintenance Report filed
12-18-2014 and 1-19-2015. The Simulator Expiration Date was listed as 11-24-2014. This was done in
error due to the new year. The previous expiration for the Simulator was on 12-19-2014. The Simulator
had been sent to the Missouri Safety Center and recertified for an expiration of 11-24-2015, lafn
submitting amended Maintenance Reports with the corrected information.

Thank You

Juan Chairez

Kirksville Police Department
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